[Automated measurement of cardiac output during physical exercise using a rheographic method].
The authors propose the methods of measuring the hemodynamic indices on the basis of the impedance rheoplethysmography, electrocardiometer and programming microcalculator. The use of the disk electrodes instead of the circular electrodes makes it possible to take measurements during physical tests, e.g. veloergometric tests.